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The electrical stimulation of neuronal structures is used as a treatment for many neuro-
logical disorders, e.g., for the treatment of Parkinson’s disease via deep brain stimulation
(DBS).To reduce side effects, to avoid tissue or electrode damage, and to increase battery
lifetimes, an effective but gentle electrical stimulation is of prime importance. We studied
different modiﬁed pulse shapes for application in DBS with respect to their efﬁciency to
initiate neuronal activity. Numerical simulations of two mathematical neuron models were
performed to investigate the effectiveness of different modiﬁed pulse shapes. According
to our results, the pulse shapes considered showed a considerably increased efﬁciency in
terms of both activation and entrainment of neural activity.We found that the introduction
of a gap with a speciﬁc and optimized duration in a biphasic pulse and the reversal of the
standard pulse phase order yielded stimulation protocols that could increase the efﬁciency
and therefore reduce the energy consumption of stimulation. The improvements were
achieved by simple modiﬁcations of existing stimulation techniques. The modiﬁcation of
the pulse shapes resulted in an improvement of up to 50% for both the activation of resting
neurons and the entrainment of bursting neurons.
Keywords: computational neuroscience, deep brain stimulation, entrainment, pulsatile stimulation
1. INTRODUCTION
Deep brain stimulation (DBS) via electrodes in selected brain
regions has become a standard therapy for medically refractory
movement disorders such as Parkinson’s disease (PD), dystonia,
and essential tremor (Benabid et al., 1991; Coffey, 2009). PD is
a degenerative disorder of the central nervous system. Necro-
sis of dopaminergic neurons within the substantia nigra leads
to dopamine depletion and thus induces characteristic symp-
tomssuchasrigidity,bradykinesia,posturalinstability,andresting
tremor (Fahn, 2008). Parkinsonian resting tremor is caused by
an abnormal synchronization of neural populations located in
the thalamus and the basal ganglia (Nini et al., 1995; Trottenberg
et al.,2007;Tass et al.,2010). Under healthy conditions these pop-
ulations ﬁre in an uncorrelated manner (Nini et al., 1995). DBS
offersameanstobreakthesynchronizationbychangingtheactiv-
ity of neural elements and therefore of the network itself (Garcia
et al., 2003). Although it is clinically effective and already has a
long history, the mechanisms of action of DBS at the cell level
are still not fully clear (Benabid et al., 2002; Naskar et al., 2010).
A recent review of current data regarding the local and network
activity changes induced by DBS revealed that electrical stimu-
lation can inﬂuence a wide variety of mechanisms at neuronal
and system level (Deniau et al., 2010). To date, no single mech-
anism accounts for the beneﬁcial effects of DBS. In particular,
the effects of DBS on information processing need more detailed
investigation (Deniau et al., 2010; Hauptmann and Tass, 2010).
In order to avoid side effects (Deuschl et al., 2006), tissue or elec-
trode damage caused by biochemical effects (Cogan, 2008), and
to increase battery lifetimes, a gentle but effective stimulation is
of prime importance. To this day, all implanted stimulators gen-
erate a constant high-frequency pulse train of charge-balanced
single pulses (Coffey, 2009). Therapeutic beneﬁts of DBS have
onlybeenobservedforfrequenciesabove100Hz(Volkmannetal.,
2006). A tradeoff between therapeutic effectiveness and energy
consumption leads to a stimulation frequency of 130Hz and an
amplitude in the region of 3.0V most commonly used for DBS
(Moro et al., 2002). In order to develop milder and more efﬁcient
stimulation, energy-efﬁcient waveform shapes were designed by
means of a genetic algorithm (Wongsarnpigoon and Grill, 2010).
Shifted cathodic pulse shapes were identiﬁed as most efﬁcient
when the anodic charge-balancing pulse part was placed in front
of the cathodic pulse part (Wongsarnpigoon and Grill, 2010).
We aim to improve the effectiveness of stimulation by using a
simpler approach, in terms of a potential hardware realization,
introducing a prolonged gap between the two pulse parts of a
charge-balanced electrical stimulation pulse. In computer-based
simulations on mathematical neuron models (Hodgkin and Hux-
ley, 1952; Morris and Lecar, 1981), we investigated the ability of
different pulse shapes to activate or entrain neural activity. An
increase in the effectiveness of stimulation thereby implied that
lower amplitude values achieve the same activation or entrain-
ment of neural activity as the standard pulse shape. Our pulse
shapes showed improvements of up to 50% both for the acti-
vation of resting neurons and for the entrainment of bursting
neurons.
2. MATERIALS AND METHODS
The standard pulse shape used today in DBS consists of a ﬁrst,
cathodal, activating pulse part and a second, anodal, charge-
balanced pulse part (Lilly et al., 1955). The second part imme-
diately follows the ﬁrst part but has a longer duration and smaller
amplitude (see Coffey, 2009; Hauptmann et al., 2009). A typical
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stimulation waveform is shown in Figure 1. The ratio of pulse
part amplitudes also deﬁnes the ratio of pulse part widths, which
thus guarantees charge balancing. The standard amplitude ratio
throughout this work is 15:1, and the standard pulse width of
the cathodal, activating pulse is 200μs, which deﬁnes the anodal
pulsewidthas3.0ms.Thepulsewidthparametersof thetestpulse
used in this study are within the parameter range used in clinical
studiesforDBS(Rodriguez-Orozetal.,2005).Thenumericalreal-
ization of the charge-balanced pulse part is idealized compared
to the shape of the balancing pulse part of existing implantable
pulse generators (IPG), where both active and passive charge bal-
ancing is used. A detailed analysis of the stimulation waveforms
realizedbyexistingIPGshasbeenperformedinButsonandMcIn-
tyre (2007). Test simulations in our study with different shapes
showed similar outcomes with respect to the effect of the gap
(data not shown). However, it should be noted that we did not
considerwaveformshapesdesignedbygeneticalgorithmsasstud-
ied inWongsarnpigoon and Grill (2010).We see great potential to
further optimize the effectiveness of the electrical stimulation by
combining the genetic algorithm waveform shapes with an addi-
tional gap between the two pulse parts. Further study is planned
on this issue.
Abiphasic,charge-balancedpulsepreventsnetchargeinjection
into the stimulated tissue. Charge balancing is therefore a neces-
saryrequirementtoavoidtissuedamage(Harnacketal.,2004).On
the other hand, the anodic phase of a biphasic pulse counteracts
the desired stimulation effect of the cathodic phase. This explains
why the anodic pulse has a reduced amplitude and longer pulse
duration.However,theamplitudeoftheanodicpulsemustbehigh
enoughtoallowthechargeberecoveredfromtheelectrodewithin
an adequate period of time. In particular, the maximal length of
the charge-balanced pulse should be chosen so that the whole
stimulation pulse ﬁts within the interval between two successive
stimulation pulses. For standard DBS parameters, the stimula-
tion period is between 5.4 and 11.1ms (Rodriguez-Oroz et al.,
2005).
Theﬁrstmodiﬁcationof thepulseshaperesultsfromtheintro-
duction of a delay or rather a gap between the two pulse parts.
FIGURE 1 | Standard charge-balanced pulse shape. A short cathodic
pulse part with high amplitude is directly followed by a longer anodal pulse
part of smaller amplitude.
A gap of 0.0ms hence constitutes the standard waveform. By
insertinganopencircuitinterphasedelaybetweenthestimulating
andreversalpulseparts,wemightbeabletoimprovetheeffective-
ness of stimulation. The basic shape of this waveform is shown in
Figure 2.
The second modiﬁcation of the pulse shape was obtained by
reversing the order of cathodic and anodic pulse parts, combined
with the introduction of a gap as before, cf. Figure 3. The stimu-
lation thus began with an anodic pulse, which changed the state
of the membrane by the time the cathodic, activating pulse part
followed. The altered preconditions for the cathodic pulse, which
depend on the gap duration, could prove advantageous for an
effective stimulation.
The basic, qualitative effect, namely that the activation thresh-
old is inﬂuenced by the introduction of a gap in biphasic, charge-
balanced pulses, has already been described in Gorman and Mor-
timer (1983) and Mortimer (1990). In the latter study, both
standard and reversed pulse order were investigated. However,the
effect was not studied systematically and did not consider a wider
range of pulse parameters. For example, in Gorman and Mor-
timer (1983) only delays of up to 80μs were considered. The two
pulse shapes will mainly be tested here with varying gap lengths.
However, to ﬁnd the optimal conﬁguration, we also have to take
FIGURE 2 | Standard pulse order with a gap between the two pulse
parts (cathodic-gap-anodic, CGA).
FIGURE 3 | Reversed pulse order with a gap between the two pulse
parts (anodic-gap-cathodic,AGC).
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intoconsiderationsomesafetyaspects.Electro-chemicalprocesses
occur at the interface between electrode and electrolyte (liquor).
InFaradaicreactions,namelythereductionoroxidationof chem-
ical species, charge is transferred to the electrolyte (Merrill et al.,
2005). The reactions are reversible if the reactants can be recov-
ered upon reversal of the pulse phase. If the reactants diffuse away
from the electrode, the reactions become irreversible. The rate
of Faradaic reactions depends on the overpotential, which indi-
cates the deviation from the equilibrium potential (Merrill et al.,
2005). To a certain extent, overpotentials cannot be avoided in
ordertocarryoutaneffectivestimulation.Normallytheelectrode
is quickly driven back to lower potential ranges by the balancing
pulse part. However, during the gap phase, the overpotential per-
sists and only diminishes as a result of Faradaic reactions. As the
gap also extends the time span where diffusion processes can take
place,itshouldbeasshortaspossible.Pleasenote,sincethecharge
balancing is ﬁnished within the stimulation interval in all cases
(between 5.4 and 11.1ms; Rodriguez-Oroz et al., 2005), the max-
imally deposited charge equals the charge delivered by one single
pulsepart,whichisrelativelysmall,giventhestandardpulsepara-
meters. For example, in Scheiner et al. (1990) and Merrill et al.
(2005) slightly charge-imbalanced pulse shapes are also consid-
ered to be safe with respect to the potential risk for tissue damage.
Scheineretal.(1990)performedanacuteinvivo stimulationincat
muscle tissue. They found that greater cathodic charge densities
are safer when employed with imbalanced biphasic stimulation
than with either monophasic or charge-balanced biphasic stimu-
lation (Scheiner et al., 1990). A forthcoming in vitro investigation
of the stimulation effects of the modiﬁed pulse shapes on neural
tissue will further tackle this issue.
Two models are used in this work: the phenomenological
Hodgkin–Huxley model and the reduced, qualitative Morris–
Lecar model (these models will be described in detail in the corre-
sponding Sections 2.1 and 2.3). We have chosen these two models
because ﬁrstly the Hodgkin–Huxley model is widely accepted as a
very basic model for axonal processes like action potential initia-
tion, and secondly a model was needed for the entrainment study
to show rhythmic low-frequency activity, and this can be easily
obtained using the Morris–Lecar model. (The Hodgkin–Huxley
modelswitchesfromthereststatetoatonicstateofhigh-frequency
spiking when the external current is increased.) The computa-
tion of the time courses of all time-dependent variables requires
numerical methods. A Runge–Kutta algorithm of fourth order
with step-size control was used. The integration routine is a freely
available Fortran code for a system of ﬁrst-order delay differential
equations, written by Hairer et al. (1993).
2.1. THE HODGKIN–HUXLEY MODEL
Axonal activation is the most prominent mechanism of neural
stimulation during DBS (Benabid et al.,2002;Naskar et al.,2010),
thus aspects of soma or dendrite activation can be neglected
in this study. The well-established Hodgkin–Huxley model has
been developed to model the spike generation and conduction
in the giant squid axon (Hodgkin and Huxley, 1952). Impor-
tant aspects of neural excitability taking place on diverse time
scales, such as activation and inactivation of voltage-dependent
currents,are implicated by the model (Meunier and Segev,2002).
It reproduces action potential (AP) generation via ion channel
dynamicsalongwiththresholdbehavior.Modelparameterscanbe
assessed directly in experiments,because of an adequate biophysi-
cal level of abstraction (Meunier and Segev,2002). A formulation
for the four time-dependent variables is given by:
C
dV
dt
=− gNam3h(V−ENa)−gKn4(V−EK)−gL(V−EL)+Ici+Ist
(1)
The gating variables m, h, and n are given by the following set
of equations (x =m,h,n)
dx
dt
=
x∞(V) − x
τx(V)
(2)
x∞(V) =
αx(V)
αx(V) + βx(V)
(3)
τx(V) =
1
αx(V) + βx(V)
(4)
The voltage dependency of αx and βx is approximated by
Meunier (1992):
αm(V) =
(V + 40)/10
1 − exp[−(V + 40)/10]
(5)
βm(V) = 4 · exp[−(V + 65)/18] (6)
αh(V) = 0.07 · exp[−(V + 65)/20] (7)
βh(V) =
1
1 + exp[−(V + 35)/10]
(8)
αn(V) =
(V + 55)/100
1 − exp[−(V + 55)/10]
(9)
βn(V) =
exp[−(V + 65)/80]
8
(10)
The values for the conductances and reversal poten-
tials were: gK =36mS/cm2,gNa =120mS/cm2,gL =0.3mS/cm2,
EK =−77mV, ENa =120mV, EL =−54.402mV, C =1μF/cm2.
Parameters and equations for steady states and for time constants
were taken from Meunier (1992). The system had a stable rest
state, which is the starting point for responses to various stimuli
Ist. A small constant input current Ici slightly shifted the resting
values of all variables. It was set to 1.0μA/cm2 with no loss of
generality.
2.2. METHODS FOR CALCULATION OF THRESHOLD VALUES
During simulations concerning the activation of silent neurons,
we had to check whether a speciﬁc pulse (e.g., with a speciﬁc gap
length) was successful in generating an AP. As the AP is an all-
or-non-event, it is sufﬁcient to raise the amplitude in small steps
and to check in every cycle of the simulation if at any time t after
the beginning of the pulse the membrane potential V exceeds a
certain limit value. The limit value for the Hodgkin–Huxley sim-
ulations was set to V =0mV (resting value at V ≈−65mV, peak
value at V ≈30mV). A simple routine monitored V and thereby
detectedeachgeneratedAP.Onesimulationcyclecovered1000ms
of membraneactivity,withthepulsesbeingappliedatt =500ms.
After an AP was detected, the threshold amplitude for the current
pulse was saved.
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2.3. THE MORRIS–LECAR MODEL
AsimpleversionoftheMorris–Lecarmodelindimensionlessform
was chosen to investigate spontaneously active neurons (Morris
and Lecar, 1981). Reductions to a two-variable system can be
obtained when time scale differences allow certain approxima-
tions (Fitzhugh, 1961; Nagumo et al., 1962). The basic equations
read:
C
dV
dt
=− gCam∞(V)(V − ECa) − gKw(V − EK) − gL(V − EL)
+ Ifb + Ici + In + Ist (11)
dw
dt
= φ
(w∞(V) − w)
τw(V)
(12)
with m∞(V)=0.5(1+tanh[(V −V 1)/V 2]), w∞(V)=0.5·(1+
tanh[(V −V 3)/V 4]), τw(V)=1/cosh[(V −V 3)/(2·V 4)]. The
dynamics of this system produce an oscillatory bursting pattern
of the membrane potential V, which is in accordance with exper-
imental observations (Beurrier et al., 1999). Slow modulations
between a regime of fast spiking and a silent regime are provided
by the Ifb term (Rinzel and Ermentrout, 1989), a slow negative
feedback current of the form
dIfb
dt
=   · (V ∗ − V(t − τfb)) (13)
where  , V ∗, and τfb are parameters. Ici is a constant input
current which allows the system to be brought into the state
of bursting oscillations and the frequency of the burst oscilla-
tions to be controlled. A value of Ici =0.075 yielded oscillatory
bursting with a period T ≈180ms. The associated frequency cor-
responds to typical frequencies of synchronized activity found in
neural populations in PD (Nini et al., 1995; Zirh et al., 1998).
An exemplary time course of the simulated membrane poten-
tial V is shown in Figure 4. Weak noise by external and internal
FIGURE 4 | Oscillatory bursting of the dimensionless Morris–Lecar
system for a constant input current I ci =0.075. Simulation without noise
(In =0). Ifb illustrates the course of the feedback current.
sources is reﬂected in the term In.I tm o d e l sa ne x p o n e n t i a l l yc o r -
related noise with amplitude Dn and correlation time τn (Dolan
et al., 1999). Stimulation pulses were added to the system as Ist.
The parameter values used for the simulations were: C =1.0,
gca =1.0, gK =2.0, gL =0.5, Eca =1.0, EK =−0.7, EL =−0.5,
φ =1.15,V 1 =−0.01,V 2 =0.15,V 3 =0.1,V 4 =0.145,  =0.002,
V ∗ =−0.22, and τfb =10ms.
2.4. METHODS FOR CALCULATING THE ENTRAINMENT INDEX E
During simulations concerning the entrainment of bursting neu-
rons, we wanted to ascertain whether the neurons’ frequency of
oscillatory bursting starts to adapt or to lock to a given stimu-
lation frequency. This situation is especially important for new
methods of stimulation, which aim to control the synchronized
activity of subpopulations of neurons within a target area. For
instance,adelayedentrainmentof activityindifferentsubpopula-
tionsisperformedincoordinatedresetstimulation(Tass,2003a,b).
Mathematicallyspeaking,phaseentrainmentstandsforphasesyn-
chronization between a periodic force and a driven system in
the presence of noise (Stratonovich, 1963). The extent of phase
entrainment can be quantiﬁed by means of an entrainment index
E. The entrainment index detects how strongly the phase of
the entrained signal adapts to the phase of the periodic force.
This approach is based on the concept of phase synchroniza-
tion between two oscillators in the presence of random forces,
which is deﬁned as the appearance of one or more prominent
peaks in the distribution of cyclic phase differences (i.e., the
phase difference modulo 2π; Tass et al., 1998). The deﬁnition of
phase synchronization between two oscillators can also be applied
directly to quantify the extent of entrainment between a periodic
driving force (here the stimulation) and a (possibly noisy and/or
chaotic) oscillator (e.g., the Morris–Lecar system). Accordingly,
phase entrainment is then characterized by the appearance of one
or more prominent peaks in the distribution of the cyclic phase
differences
 φ(t) =[ φstim(t) − φosci(t)]mod2π. (14)
A particularly suitable ﬁrst Fourier mode-based phase entrain-
ment index E was introduced:
E =






1
M
M 
j=1
exp[i φ(tj)]






(15)
whereM is the number of data points in the time window consid-
ered for analysis and tj are the time points at which the signals are
sampled (Batschelet,1981). 0≤E ≤1,where complete absence of
entrainment corresponds to E =0,whereas perfect phase-locking
ischaracterizedbyE =1.Insteadof 1:1entrainment,n:m entrain-
ment is also possible (n, m integers). However, in our case only
the most simple form appeared. The phases φstim(t) and φosci(t)
in Eq. 14 for phase difference calculation are attributed by an
event-based standard interpolation (Pinsky and Rinzel,1995):
φ(t) = 2π
t − tk
tk+1 − tk
(16)
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where t ∈[tk,tk +1], and tk is the onset of the kth event. In the
following, events are deﬁned by the onset of a stimulus or of
bursting.
The onset times of stimulation pulses were obvious. Burst
detection for the Morris–Lecar model was implemented via a ﬂag
and two threshold scans. The ﬂag switched its value when the
membrane potential exceeded the null limit and switched back
when the potential fell back below a value of −0.25. The lower
threshold was chosen in such a way that it could only be reached
duringthetransientperiod,notduringspiking.Thetwoeventlists
and Eq. 16 were used to determine the interpolated phases φpulse
(i.e., corresponds to φstim in Eq. 14) and φburst (i.e., corresponds
to φosci in Eq. 14) at equidistant time points (in 1ms intervals)
withinacertaintimewindow.Thetimewindowconsideredbegan
8safterthestartof stimulation(thestimulationstarteditself after
2sofundisturbedsystemevolution)andended0.5sbeforetheend
of stimulation at 10s, which was also the end of one simulation
cycle. The cyclic phase difference  φ =φpulse −φburst was calcu-
lated for each reading point within this window and subsequently
Eq. 15 yielded the entrainment index E.
3. RESULTS
3.1. ACTIVATION OF RESTING NEURONS
Weinvestigatedtheabilityof differentpulseshapestoexciteanAP.
The smaller the threshold amplitude for successfulAP generation,
the more effective the stimulation was.A gap of 0–20ms duration
was introduced between the two pulse parts of a biphasic pulse.
The gap duration was increased in steps of 0.1ms. For each step,
the stimulation amplitude was increased in steps of 0.1μA/cm2
until the threshold value was reached (AP detection according to
Section 2.2).
We ﬁrst started with the standard pulse order (CGA). The
result is plotted as threshold amplitude vs. gap length in Figure5.
The threshold value decreased for increasing gap duration until
it reached a limit value. This limit corresponded to the threshold
FIGURE 5 |Threshold amplitude forAP generation vs. gap length for
stimulation with standard pulse order (CGA).
value of a monophasic cathodic pulse. The reason for the decrease
was the weakening inﬂuence of a suppressing effect of the second,
anodic pulse part. A cathodic pulse depolarizes the membrane to
a certain extent. However, a promptly following anodic pulse will
partlyreversethechargingof thecapacitance,therebydecelerating
thedepolarizing(activating)effectof theﬁrstpulse.Theintroduc-
tion of a gap shifts the restraining effect of the anodic pulse to a
phase where the system is less sensitive to the anodic inﬂuence,
because the self-reinforcing depolarization has already advanced
considerably by this time. This factor is reﬂected in amplitude
thresholds. The threshold improved from 43.2μA/cm2 for a CGA
pulse without a gap to 30.1μA/cm2 for a pulse with 3.5ms gap
length. For a gap length of 1.8ms an improvement of more than
90%ofthemaximumpossibleimprovementwasalreadyobtained.
The same simulations were repeated for the reversed pulse
order (AGC) and the results are plotted in Figure 6. Threshold
values decreased for increasing gap duration until a minimum
was reached. They then increased again up to a local maximum
and approached a limit value thereafter. The limit value was
again the threshold value of a monophasic cathodic pulse. The
approximation to this value followed the course of a damped
oscillation. The amplitude threshold for AP generation with an
AGC pulse without a gap was 37.9μA/cm2. The threshold mini-
mum of 20.8μA/cm2 was found around a gap length of 3.6ms.
Once again, at a gap length of 1.9ms, an improvement of more
than 90% of the maximum possible improvement was already
obtained.
The reason for this more complex behavior lies in the dynam-
ics of the three gating (or in-/activation) variables. The gating
variables represent the fraction of channels in an open, closed,
or inactive state. They are voltage dependent and respond to
changesinmembranepotentialwithdifferenttimeconstants.The
membrane is hyperpolarized during the anodic pulse part, and
the gating variables start to attain their new equilibrium values.
During the subsequent gap phase the fast sodium activation m
FIGURE 6 |Threshold amplitude forAP generation vs. gap length for
stimulation with reversed pulse order (AGC).
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quickly drops back toward its resting value and even overshoots
this value. In contrast, the progression of potassium activation n
andsodiuminactivationhinthepreviousdirectionpersistsatﬁrst.
Thisisduetotheirslowertimeconstants.Afteracertaintime,they
move back toward their resting values,too. The complete dynam-
ics of the gating variables during and after an anodic pulse are
plotted in Figure 7 (relative deviations from resting values). The
threshold curve of Figure 6 is superimposed. The actual states of
the gating variables determine the threshold for the second, acti-
vating pulse part. We found the threshold minimum in the center
of three extrema of the gating variables,which are all favorable for
AP excitation: more sodium channels ready for activation, more
sodium channels activated and less potassium channels activated
thanintherestingcase.Thesameconsiderationsholdforanexpla-
nationof thelocalthresholdmaximum,whichliesinthecenterof
three unfavorable local extrema of m,n,h.
Boththestandardandthereversedpulseshapebeneﬁtedhighly
from the introduction of a gap between the pulse parts. Both
waveforms gained efﬁciency regarding the excitation of resting
neurons,butduetotwodifferentmechanisms.Whencomparedto
thestandardpulseshapewithoutagap,animprovementinampli-
tude thresholds of more than a factor of two were achieved. We
also tested other pulse shapes (anodic part symmetric to cathodic
part; anodic part linearly increasing or decreasing) and different
ratios of pulse part lengths (variations in one or both pulse part
lengths),whilealwayskeepingthechargebalanced.Gapdurations
at which threshold minima occurred differed slightly but the val-
ues of the threshold minima were found to be very similar (data
not shown).
3.2. ENTRAINMENT OF BURSTING NEURONS
We are interested in the capability of different pulse shapes to
entrain the neuron activity during stimulation. As a measure of
effectiveness of a pulse shape, we used the entrainment index E,
FIGURE 7 | Relative deviation from resting values of the gating
variables (m, h, n, cf. Eq. 2) after a monophasic 3ms anodic pulse (−3
to 0ms) of typical amplitude.The results for stimulation with reversed
pulse order are superimposed.The gap length determines which state the
system is in by the time the second, cathodic pulse is applied.
which is described in Section 2.4. A gap of 0–4ms duration was
introduced between the two pulse parts of a biphasic pulse. Gap
duration was increased in steps of 0.02ms, and for each step the
stimulationamplitudevalueswerebetween0and0.4,increasedby
0.004 after each cycle. The amplitude range covered typical values
for successful activation in the dimensionless model. A stimula-
tionfrequencyof5Hzwasused.Foreachpairofparametervalues,
E was calculated according to Eq. 15. No noise was added at the
beginning(In =0).Weagainstartedwiththestandardpulseorder
(CGA). The result is shown in Figure 8A, where colors depict
the value of E as indicated by the color bar on the right. For
low amplitudes (A 0.12) almost no entrainment occurred. For
higher amplitudes (0.12A 0.35), there was still no signiﬁcant
entrainment for pulses without a gap. On the contrary, the intro-
ductionof agapresultedinamuchmoreeffectivestimulationand
veryhighE valueswerereached.Inthisamplituderange,wefound
a roughly stepwise increase in E from low values (E ≈0.2) to val-
ues near or at perfect phase entrainment (E ≈1.0). The length of
the gap at which the step occurred decreased with higher ampli-
tude values,but did not exceed 2ms.When the amplitude became
highenough(A 0.35)successfulentrainmentoccurredindepen-
dently of the presence of a gap. The charge-balanced pulse part
of our stimulation had a hyper-polarizing effect. If this hyper-
polarization acts at the termination of a burst, it can accelerate
the relaxation of the neuron to its resting potential. A fast relax-
ation to the resting potential can shorten the time until the next
burststarts.Therefore,hittingtheperiodicallyactiveMorris–Lecar
system with a hyper-polarizing pulse with a particular amplitude
close to the end of a burst can result in an entrainment of the
periodically active neuron as shown in Figure 9A. An additional
simulation with a monophasic pulse showed no such behavior
(data not shown), further evidencing that the hyper-polarizing
pulse part is responsible for the complex structure of the color
plot in Figure 8A. The red lines on the left in Figure 9A corre-
spond to a successful entrainment, where the stimulation pulses
occur at the end of each burst. The induced slight acceleration
of the next pulse results in a locking of the burst pattern with
respect to the stimulation pattern. Furthermore, the structure for
gap values from 1.6 to 3.5ms positioned below the large region of
entrainment is the result of such a stimulation effect. In contrast,
in the large parameter region reaching to the upper right corner
in Figure 9B showing entrainment, the stimulation pulse is posi-
tioned in front of each burst,resulting in an immediate activation
of the subsequent pulse.
A similar but less complex outcome was brought about by the
reversed pulse order (AGC), cf. Figure 8B. Parameter ranges and
step sizes were the same as before. Poor entrainment was found
for A 0.2. For higher amplitudes, there was again a stepwise
increase to E values near or at perfect phase entrainment. The gap
duration at which the transition occurred decreased with increas-
ingamplitude.Ascomparedtothestandardpulseorder,successful
entrainmentrequiredslightlyhigheramplitudesand/orlongergap
durations.
It is apparent from these results that the introduction of a
gap between the pulse parts greatly increased the effectiveness of
the stimulation (in terms of the strength of the entrainment of
the neurons spontaneous oscillatory activity to the superimposed
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FIGURE 8 | Contour plot of entrainment index E over gap length and stimulation amplitude. Stimulation without noise. (A) Introduction of a gap within
the standard pulse order resulted in a much more effective stimulation and very high E values were reached. (B) For the reversed pulse order slightly higher
amplitudes and/or longer gap durations were required.
stimulation frequency), both for the standard and the reversed
pulse shape. For the reversed pulse shape, with appropriate gap
lengths, outstanding entrainment values (E ≈1) were already
reached with less than half of the amplitude as compared to the
standard case without a gap.
We then repeated both simulations, but with In  =0, in order
to test the stability of the effect in the presence of noise (noise
parameters listed in caption of Figure 10). Figure 10A shows
the results for the standard pulse order (CGA), Figure 10B for
the reversed pulse order (AGC). The effect was less prominent
in the latter case. There was no longer a sharp transition from
low to very high E values, and perfect phase entrainment was
difﬁcult to achieve. Nevertheless, the introduction of a gap sig-
niﬁcantly increased effectiveness of the pulses. For CGA pulses
with A =0.3 for instance, entrainment increased from E ≈0.2
to E ≈0.4 at gap lengths around 1ms. AGC pulses did not dis-
play successful entrainment for a large amplitude range. How-
ever, there was a smooth increase in E at high amplitude and
large gap values. The more A was increased, the smaller the
gap lengths were at which this augmentation started to occur.
This is consistent with the results of the simulations without
noise. In the simulations with noise, the complex structures
observed for the standard pulse order in the simulation with-
out noise caused by the fragile effects of the hyper-polarizing
pulse parts placed close to the end of each burst, Figure 8A,
were diminished as this fragile effect of the stimulation was
more sensitive to noise than to the activating effect of the
stimulation.
4. DISCUSSION
We investigated the ability of modiﬁed pulse shapes to excite
and to entrain neural activity. The results presented in this work
show considerable improvement in the effectiveness of the mod-
iﬁed pulse shapes compared to the standard pulse shape. The
improvements apply to physiologically and biophysically moti-
vated models and are robust for different parameter and stimu-
lation settings. We therefore support the introduction of a gap
between the two pulse parts of charge-balanced pulses for neural
stimulation. The length of the gap can be optimized with respect
to the effectiveness of stimulation. Gap lengths in the order of
2ms yielded improvements close to the maximum in all simula-
tions. Gaps between the primary and secondary pulse part have
beenpreviouslydescribed,butthedurationof thesegapswaslim-
ited to short values, e.g., 0.1ms in a modeling study by Foutz
and McIntyre (2010) or approximately 0.2ms in a description of
pulse forms of existing IPGs (Butson and McIntyre, 2007). For
such small gaps, only threshold reductions of less than 10% were
observed in our study (see Figure6). Substantial threshold reduc-
tion was observed for a 10- to 20-times longer gap. A signiﬁcant
reduction in the power consumption of the IPG could help real-
ize an extended IPG lifetime, retain the current lifetime and do
away with voluminous devices, or it could allow the implemen-
tation of new sophisticated functions (Kondziolka et al., 2002;
Coffey, 2009). It remains to be veriﬁed whether gap lengths in
the order of 2ms meet safety requirements for neural stimula-
tion, taking into consideration the extended time span during
which irreversible Faradaic reactions may occur. In particular, in
the case of reversed pulse order the electrode potential remains
relatively positive during the gap phase. Corrosion of electrode
material may occur,but in general,it should be avoided. However,
the maximally deposited charge equals the charge of one single
monophasic stimulation pulse. Since the charge mismatch is bal-
anced within several milliseconds, toxic effects are unlikely. Even
slightlyimbalancedpulseshapesareconsideredtobesafebasedon
resultsfromacuteeffectsincatmuscletissue(Scheineretal.,1990;
Merrill et al.,2005) and short monophasic pulse patterns (shorter
than 1–2min) or the usage of a larger return electrode showed
no tissue damage (Cogan,2008; Piallat et al.,2009). Furthermore,
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FIGURE 9 | Detailed plot of the entrainment pattern observed for two parameter sets for standard pulse order. (A) A=0.168 and Gap=1ms, and (B)
A=0.4 and Gap=1ms.
any increase in effectiveness might allow a decrease in stimulation
amplitude, which might result in a reduction of the possibility of
electro-chemical reactions (Cogan, 2008). Nevertheless, the risks
for the patient must be reduced to an absolute minimum. There-
fore,in vitro tests of the proposed pulse pattern are needed before
pre-clinical application can be considered. Furthermore, a deci-
sion on which pulse order should be preferred cannot only be
based on computational investigations, an additional thorough
experimentalinvestigationisnecessary.Inourstudyweuseacom-
putational approach to generate a hypothesis that can be tested
experimentally.
The modiﬁed pulse shapes studied, might be particularly suit-
ableforapplicationinDBS,whereamildbuteffectivestimulation
is of great importance.A further advantage of the proposed mod-
iﬁcation to the pulse form is its simple technical implementation
in existing IPGs since, in contrast to the proposed pulse shapes
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FIGURE 10 | Contour plot of entrainment index E over gap length and stimulation amplitude for standard (A) and reversed (B) pulse order. Stimulation
in the presence of noise. Noise parameters: Dn =0.00001 and τ n =5ms.The introduction of a gap signiﬁcantly increased effectiveness of the pulses. Perfect
phase entrainment was difﬁcult to achieve and as compared to simulations without noise the sharp transition from low to very high E values disappeared.
constructed by genetic algorithms (Wongsarnpigoon and Grill,
2010), no additional active components are needed. We see great
potential in combining the ﬁndings in Wongsarnpigoon and Grill
(2010) using a genetic algorithm with the added gap between
the pulse parts proposed by us. Our modeling approach partic-
ularly considers axonal excitation,which is discussed as one of the
most important mechanisms for DBS (Benabid et al., 2005). The
pulse shapes with reversed order and including a delay between
the anodic and cathodic pulse parts could have the potential to
reduce side effects and the required stimulation current.
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